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Abstract: The design, prototyping and validation of an innovative test bench for the characterization
and the hysteresis measurement of flexion sensors are presented in this paper. The device, especially
designed to test sensors employed in the biomedical field, can be effectively used to characterize
also sensors intended for other applications, such as wearable devices. Flexion sensors are widely
adopted in devices for biomedical purposes and in this context are commonly used in two main
ways: to measure movements (i) with fixed radius of curvature and (ii) with variable radius of
curvature. The test bench has been conceived and designed with reference to both of these needs of
use. The technological choices have been oriented towards simplicity of manufacture and assembly,
configuration flexibility and low cost of realization. For this purpose, 3D printing technology was
chosen for most of the structural components of the device. To verify the test bench performances,
a test campaign was carried out on five commercial bending sensors. To characterize each sensor,
the acquired measurements were analysed by assessing repeatability and linearity of the sensors
and hysteresis of the system sensor/test bench. A statistical analysis was performed to study the
positioning repeatability and the hysteresis of the device. The results demonstrate good repeatability
and low hysteresis.

Keywords: flexion sensors; characterization; test-bench; biomechanics; wearable devices

1. Introduction

The measurement of flexion or extension of specific elements in a system is a require-
ment that can arise in many application fields. Flex sensors, known also as flexion or
bending sensors, perform this task. Flex sensor applications can be classified into two
principal categories [1]: measurement of static and dynamic human body postures and
movements detection in artificial devices.

Many publications concern the employment of flexion sensors for biometric measure-
ments, especially as electronic goniometers. These research works differ in the part of the
body whose movement is detected and in the application of the measure. There are use
cases for the upper limbs [2], lower limbs [3,4] and for head and torso [5]. The purposes
range from medical, to the recognition of gestures, to the creation of human/machine
interfaces. Some works discuss the use of flex sensors for the evaluation of the range of
motion (ROM), for example for clinical monitoring in rehabilitation [6–8] or for monitoring
body postures [9,10]. Many publications concern the development or application of instru-
mented gloves with flexion sensors to control exoskeletons for different purposes, such as:
hand rehabilitation [11], and more generally, control of robotic devices [12–14], translation
of sign language [15], recognition of hand gestures [16,17], development of an advanced
human/computer interface [18], tele-operation [13] and prosthetic devices control [19,20].

Artificial systems with flex sensors can be found in various fields. Flexion sensors
are widely used in wearable devices [21,22], both with health monitoring function and for
measuring joint ranges. An application in the automotive industry concerns the creation of
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safety systems against the damages that can be caused by an airbag on children or adults
with a body mass index below the average [23]. Flex sensors are effectively used in robotic
devices: in [24] the action of a 3D printed robotic forearm is controlled by a glove with flex
sensors, in [25] flexion sensors are used in a Master-Slave robotic hand system and in [26] a
combination of flex sensor and electromyography is used for hybrid robotic control. Within
the emerging technique of soft actuators, various works involving flexion sensors can
be found [27,28]. Very singular applications are a soft robot inspired by frogs and with
integrated bending sensors [29] or a wireless air flow transmitter using flex sensor [30].

Resistive Flex Sensors (RFSs) are the most common version of flexion sensors, and their
functioning principle is the electrical resistance variation of a conductive material with the
bending. They are formed by a resistive element placed on or inside a thin flexible substrate
that is able to tolerate flexion, vibration, thermal shock and stretching [31]. The adopted
conductive material and the way it is layered determine the basic electrical properties of
the sensor. In this way, the sensor resistance is highly susceptible to any defects along the
conductive surface.

Different solutions are available, and others are the object of research and experimen-
tation for the manufacturing of RFSs. The conductive component more frequently is based
on carbon elements, which can be in the form of ink, particles, powder, nanoparticles,
nanotubes [1] or different forms of carbon as graphite or graphene [32,33]. Alternatives are
transition metals (i.e., silver, platinum, copper, nichel) [34], conductive polymers [35] or
composites [36].

Regardless of the field of application and of the constructive technology, the character-
ization concerns a very important aspect for the correct use of a bending sensor as well as
for all sensors.

The characterization of the sensors involves finding their characteristic curve, that
is the relationship between the physical quantity at the input and the one at the output.
This function is calculated by measuring the sensor output quantity for known values of
the input and in static conditions, i.e., the sensor must be in normal operating conditions
(temperature, humidity and pressure), the variation of the input has to be slow and external
stresses (shocks, vibrations, accelerations) are not allowed.

The used method of characterization of the sensors varies according to the joint to
which they are applied. In fact, the flexion and deformation sensors that are used as elec-
tronic goniometers can adapt to any type of joint, but they must be characterized differently
depending on the size of the joint. This is because, in the case of small dimensions of the
joint (fingers [37], elbow [38]), the sensor is bent only in the central area and its resistivity
increases only in that area; furthermore, the radius of curvature is fixed. Instead, in the
case of large dimensions (knee [3,39,40], trunk posture [41], neck movement: radius of
curvature wider than the length of the sensor) the sensor bends evenly with variable radius
of curvature and the resistivity increases along its entire length. In the first case, the sensor
can be characterized on a mobile hinge with a constant radius of curvature, using the
range of motion of the considered joint (for example, 90◦ for the finger). In [42] Saggio and
others present a characterization device in which one side of the sensor is locked in a fixed
gripper, placed on a rotating platform driven by a stepper motor, while the other side is
placed in a sliding clamp to avoid stretching the sensor. The disadvantage of this method,
however, is that the characteristic curve of the sensor, and therefore its behaviour, depends
on the radius of the hinge. Therefore, since these sensors can be applied to different sized
body joints, the characterization procedure should be repeated for a wide range of hinge
diameter values [16].

To characterize sensors to be used with wide radii of curvature, it is necessary to take
into account that the sensor bends with a uniform radius of curvature that varies over time,
so the resistance also increases uniformly over the entire resistive layer. In [43] to carry
out this type of characterization, authors use a screw shaft, driven by a step motor, which
moves a carriage in push or pull. The sensor is fixed on a flexible support that is locked on
the sliding carriage on one side and on a fixed support on the other. When the step motor
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is activated, the elastic support bends causing uniform flexion of the sensor, with a radius
of curvature depending on the position of the motor. This characterization method is valid
for all sensors of the same technology regardless of their size, provided that their length is
less than or equal to the radius of curvature.

A test bench consisting of a folding device with three different diameters to flex
the sensors and an encoder for measuring the movements was developed and used to
characterize sensors by varying the bending angles [44].

However, the prototypal test benches described in literature allow for the characteri-
zation of the sensors only in one modality; there are no test benches that can be used for
characterization with both fixed and variable radius of curvature or that can be used for
both bending sensors and strain sensors.

In this paper a new test bench for the characterization of flex sensors is presented.
The innovative aspects of this device are that it is employable both for fixed and variable
curvature radii applications, it can be used for flexion sensors but also for strain sensors, it
is a low cost-device for which a significant part of the components is made by 3D additive
manufacturing and it is easy to use.

2. Materials and Methods
2.1. Mechanical Structure of the Test Bench

In the design phases of the test bench, the following technical specifications were
defined to be respected:

• Adaptability of the device to both cases: sensors used with fixed and variable radius
of curvature;

• High measurement repeatability;
• Simplicity of use;
• Ease of reproduction;
• Low cost of construction;
• Possibility of using the device for both flexion and strain sensors.

To comply with these specifications, the following technical choices have been made:

• Linear movement of the element connected to the component on which the sensor is
arranged to generate the bending, using a linear motor with high repeatability;

• Realization of two different types of sensor support element to obtain the two different
bending modalities required by the two main types of applications as a function of
the radius of curvature;

• Design of a significant number of components suitable for 3D printing with additive
manufacturing;

• Design and implementation of the hardware infrastructure for the acquisition of
measurements with a low-cost and widely used device of the Arduino family;

• Development of the software for the acquisition of the measurements and the sub-
sequent storage and reprocessing in an advanced environment with an easy-to-use
graphic interface to make the characterization operations of a significant number of
sensors as efficient as possible.

The 3D representation of the mechanical structure of the test bench prototype made
by adopting the aforementioned choices is visible in Figures 1 and 2. Figure 1 shows
the configuration for the characterization of sensors employed with variable radius of
curvature, while Figure 2 shows the configuration for applications with constant radius of
curvature.
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Figure 2. 3D representation of the mechanical structure of the test bench for the characterization of
sensors for applications with constant radius of curvature.

The structural and complementary parts of the test bench designed have been printed
with different materials: TPU for flexible components and PETG and ABS for rigid parts.
The base and the actuation part of the system is common to the two different cases of
employment. The used actuator is a 12 V, T16-P Miniature Track by Actuonix, with
conversion of the motion from rotary to linear by means of a ball screw. It has a stroke of
100 mm, gear ratio of 22:1, maximum speed of 46 mm/s, maximum force of 50 N and is
rated force of 25 N. The motor inside the linear actuator is a rotary direct current motor
and a planetary gearbox transforms the rotary motion into linear motion. The actuator is
mounted on a base, made of ABS, that allows it to be centred and fixed, thus preventing the
actuator from moving during the characterization. For the characterization of sensors used
with variable radius of curvature, the sensor is positioned on a flexible lamina, connected
at one end to a mobile support. This support can slide between two guides and, after the
lamina positioning, it is fixed to the base by bolts. The other side of the lamina is fixed to a
support screwed onto the motor slider. This mechanism is useful to characterize the sensor
starting from the initial position of the actuator and it also allows larger foils and sensors
to be mounted on the test bench. The lamina is made in TPU; this solution is adequate
because, in the post-production phase, the flexibility of the TPU components was tested
and found to be flexible and bendable, perfectly meeting the needs of the application. The
connection between lamina and supports is obtained through the coupling of cylindrical
through holes at the ends of the foil with screws on the support to obtain the bending of
the sheet as naturally as possible. On the lamina upper surface, three small slots have
been obtained, inside which the flexion sensor can slide to be positioned (Figure 3) and,
therefore, fixed to the foil, so that it can be characterized. With this fixing, the sensor is
resting on the foil and is not rigidly connected to it; therefore, it is free to move along
the bending direction but is constrained not to move in the other directions, so that only
its deformation is not limited. Different shapes and positions of the slots may be easily
obtained with 3D printing to adapt the lamina to different sensors shapes (as shown in
Figure 3). The lamina material and thickness have been appropriately chosen, so as to
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obtain a bending as independent as possible from the physical characteristics of the sensor,
therefore allowing a curvature that does not vary with the characterized sensor.
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The support fixed to the base has slots for fixing and a series of holes have been drilled
in the base, so that the support can be fixed at the correct distance from the actuator by
centring the holes with the slots (Figure 4).
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For the characterization of sensors used with fixed radius of curvature, the mounting
of the lamina on the test bench must be different compared to the one described in the
previous case. It is positioned on a V structure (Figure 5) formed by two rigid elements
(pink in Figure 5) obtained in PTG and respectively connected to the two supports (fixed
and mobile), so to create an angle when the actuator is operated. The lamina follows the
angle formed by the two elements. The characteristic curve of a sensor depends on the
radius of curvature with which it is bent. For this reason, ideally, a different characterization
should be performed for each radius of curvature of the studied joint. For the developed
prototype, the characterization of sensors used in the detection of the flexion of the fingers
of the hand was considered, which, as highlighted in the introduction, represents a very
widespread application of these sensors. In the case of the proximal interphalangeal joint,
the angle depends on the size of the hand and the individual fingers. Since the range of
variation of the radius of curvature of this joint is extremely small, good results can also be
achieved by choosing an intermediate value for characterization. The radius of curvature
of the proximal interphalangeal joint is determined by the head diameter of the proximal
phalanx. According to the anthropometric tables in literature [45], taking into account
all fingers of both hands and considering both female and male samples, this diameter
ranges between 6 mm and 11 mm, while its average value is 8.67 mm. Considering these
values, a cylindrical attachment was designed to connect the two rigid foils, which are
joined by a bolt system, and a bending diameter of 12 mm was chosen. This value was
obtained by rounding up the average diameter of the head of the phalanx to 9 mm and by
adding 3 mm to take into account the thickness of tendons, ligaments and skin overlying
the articulation. The obtained structure makes it possible to have a variable flexion angle
and a fixed radius of curvature, allowing the sensor used to be characterized correctly. The
connection between the elastic lamina and the V structure is obtained through slots; in this
way, when the lamina is bent, its fixings can slide, so that the lamina is not put into traction
and does not block the entire mechanism. The rigid element on the actuator side has been
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shaped so that it can be positioned above the carriage and its support, and a slot has been
added in the upper part for the passage of the sensor cables (Figure 6).
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zation of sensors used with variable and fixed radius of curvature respectively. It allows
the characterization of sensors used in the case of both large joints (by using only the
configuration of Figure 7) and small joints (with the configuration of Figure 8). In addition,
by regulating the position of the fixed support, it is possible to characterize even larger
sensors by simply changing the rigid and elastic foils dimensions. In fact, each component
is designed to be easily assembled and disassembled, allowing a quick setup even if it needs
to be modified frequently. The designed test bench can also be used for the characterization
of strain sensors, adopting the configuration of Figure 7, by replacing the flexible lamina
with an extendable one and using the actuator in traction instead of thrust.
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2.2. Hardware Structure of the Test Bench

The test bench is formed by four main parts: the mechanical structure (described in
paragraph 1), the flexion or deformation sensor to be characterized, a sensor electronic
circuit and the electronic devices necessary for the acquisition of sensor signals and for
the external interface for data collection and subsequent data processing. A schematic
representation with block diagram of the overall architecture of the test bench is shown in
Figure 9.
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The considered flexion sensors are of the resistive type, i.e., they have an internal
resistance that varies when they are bent (flexion sensor) or deformed (strain sensor). In
order to read this internal resistance variation, it is necessary to use a circuit in which
the sensor acts as a voltage divider (Figures 10 and 11). Figure 10 shows the basic flex
sensor circuit, as reported on the sensor datasheets. The impedance buffer is a single
sided operational amplifier, used with these sensors because the low bias current of the
operational amplifier (as LM358 or LM324) reduces error due to source impedance of the
flex sensor as voltage divider. As further stated in the datasheet, it is possible to adopt a
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simpler circuit, skipping the operational amplifier; this is the solution adopted (Figure 11).
The circuit has been built using a known resistance and an input voltage of 3.3 V.
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Figure 11. Arduino-sensor circuit for the test bench.

The linear actuator chosen for the test bench has no internal control, but it is equipped
with a position sensor which provides an analog position feedback signal that can be fed
into an external controller. It is furthermore equipped with a stand-alone, closed-loop
control board (Linear Actuator Control Board, LAC) that can be used to control the actuator
and which allows speed, sensitivity and stroke adjustments. The position transducer is a
linear potentiometer. The effective resolution after ADC is 0.09 mm. The feedback linearity
is less than 2% and the declared repeatability is ±0.4 mm. The sensitivity or accuracy of
the actuator control algorithm can be set by adjusting the “Accuracy” trim potentiometer
on the LAC board. A final value of 0.033 V/mm was settled. The LAC board can be used
as a controller in different configurations. The most suitable in this application is the RC
Servo Interface Mode (Figure 12): it is a standard hobby-type remote-control digital servo
interface compatible with servo motors.
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2.3. Software for the Test Bench Functioning and for Data Collection, Storage and Processing

The Arduino development environment is used to generate the code to acquire the
sensor signals and to control the actuator. The actuator is a servo motor, so the appropriate
library is used and a Servo object is created.

The software, which provides the motion reference to Arduino and which collects,
records and processes the data, is developed in the POWER-KI environment. POWER-KI
is a programming language developed by an Italian software house for the creation of
intelligent applications in the fields of IoT, Web, supervision and management systems for
industrial automation [46–48]. The choice of this environment is motivated by some main
features of this language: the efficiency in managing communication with different devices,
the simplicity in the generation of the graphic interface and the Native Cloud (NC), i.e., the
decoupling between the Graphical User Interface (GUI) and the code that generated it.

The desired position is provided by the POWER-KI software by sending a buffer of
length one byte and it is read by the Arduino via the serial port, then it is used for actuator
movement. The sensor bending and position feedback from the control board are read
from the appropriate pins and are sent to POWER-KI via the serial port.

The “CHARACTERIZATION” software (Figure 13) is dedicated to the use of the
sensor test bench. This interface allows the user to characterize a new sensor by controlling
the movement of the actuator (after connecting it to the Arduino) and displaying the values
collected on the screen or to see the data of a previously characterized sensor. When the
software is executed, the user interface of Figure 13 appears. The “RESET” button flashes,
indicating to the user that it is the first button to be pressed for characterization. In fact, the
“RESET” button brings the actuator to its starting position.
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When the actuator has finished moving, the “START” button appears and the charac-
terization begins. The user can choose the stroke of the actuator, the number of points at
which it stops and acquires sensor flexion and the speed of movement of the actuator. When
“START” is pressed, the actuator starts moving and stops at the first point long enough
for the sensor to stabilize. Then, the sensor flexion data and motor position feedback are
provided to POWER-KI by Arduino via the serial port and the real-time graph is updated
with the new point recorded. At any time, the user can press the “STOP” button. In this
case, the actuator stops: it is necessary to start the characterization from scratch by pressing
the “RESET” button, and the graph is deleted. When the actuator has completed the
characterization, it is possible to save the data by pressing the “SAVE” button: a window is
opened that allows the name of the sensor that has been characterized to be entered. When
the “CONFIRM” button is pressed, the characterization parameters (stroke and number of
points) and the data collected are saved in a SENS type text document and named with the
chosen name of the sensor. It is also possible to interpolate the various collected points and
draw the interpolating function on the graph by pressing the “INTERPOLATE” button.

3. Results

This paragraph reports and analyses the results of experimental tests carried out
on commercial flexion sensors to verify the test bench adequacy and to evaluate its per-
formance. The tests were executed with the test bench configuration for fixed radius of
curvature. Although both the configurations of the device could and should be tested
for a complete evaluation on the system performance, tests were executed in this first
campaign with the test bench configuration for fixed radius of curvature. This allowed for a
preliminary evaluation of the main device characteristics under simplified conditions, since
data are comparable per se. The motor was connected to the LAC board and to Arduino
for control and data collection, which was done using the POWER-KI software. Tests were
carried out using five commercial flex sensor 2.2 in length produced by Spectra Symbol.
Each test involved an actuator stroke of 95 mm (maximum possible stroke 100 mm), the
collection of sensor resistance data and motor position feedback at 20 points (including the
extremes at 0 mm and 95 mm positions) and a stop time between one motor movement
and the next of 3 s to allow the actuator and sensor to stabilize. The measurements were
taken at the end of this pause time and are the average value of 10 repetitions, in order to
improve the accuracy of the performed tests. The measurements were performed in both
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the forward and the backward path for a total of five proofs for each sensor. The data saved
during each measure are the actuator position feedback, which is read by a potentiometer
inside the motor and the resistance value of the sensor. Both values are given as input to
the Arduino as a voltage and are reported in a range of 0–1023. In particular, the calculation
of the resistance change of the sensor is done by means of a voltage divider, using a known
resistance and an input voltage of 3.3 V. In this case, the voltage on the sensor that is read
by the Arduino is:

Vout = Vin
Rs

Rs + R
(1)

In order to evaluate the best resistance to use, tests were carried out with different
known resistances. Since the sensors are intended to be used to monitor the finger flexion,
it is useful to know the relationship between the flexion angle of the sensor and its output.
Therefore, it is necessary to calculate, for each detected motor position, the corresponding
angle assumed by the sensor.

Knowing the dimensions of the designed test bench and the position of the actuator
(d), the angle of interest can be calculated (Figures 14 and 15) as follows.
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The angle to be calculated is the supplementary of the angle given by twice the sum
of the angles α and β:

ANGLE = 180◦ − 2·(α + β) (2)

Knowing the values of a and b, it is possible to calculate c using the Pythagorean
theorem:

c =
√

a2 + b2 (3)

Considering now the right-angle triangle abc, the angle α can be calculated:

c· sin(α) = a → α = sin−1 a
c

(4)
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Whereas, β can be derived from the right-angle triangle cd/2e:

c· sin(β) =
d
2
→ β = sin−1 d/2

c
(5)

With regard to the choice of the correct resistor to insert in the circuit, Figure 16 shows
the results of the testing of a sensor using resistances of 10 kΩ, 22 kΩ, 47 kΩ, 100 kΩ and
330 kΩ.
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The choice of the best resistor to use within the circuit for monitoring the sensor
movement is based on the comparison of the obtained characteristic curves in terms of
sensitivity. To carry out this analysis, for each curve, the output range for the measuring
range of interest (i.e., the difference between the highest and lowest values) and the slope
of the linear regression line calculated by the method of least squares were compared, in
order to find the resistance that gives the sensor the best sensitivity (as in [49]).

Considering Table 1, 10 kΩ and 330 kΩ resistors can be immediately excluded, as their
output range is very low, while that of the other sensors is comparable. Considering also
the angular coefficient of the linear regression line of the characterization curve shown in
Figure 17 and Table 2, it can be seen that the best resistance in terms of sensor sensitivity is
at 47 kΩ.
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Table 1. Analysis of resistance dimensioning: output range of commercial sensor.

R [kΩ] Output Range [V]

10 0.14
22 0.78
47 0.84
100 0.72
330 0.29

Table 2. Analysis of resistance dimensioning: angular coefficient of regression line of commercial
sensor.

R [kΩ] Angular Coefficient

22 0.0070
47 0.0077
100 0.0066

Figure 18 shows an example of characterization of a sensor, choosing a resistance of
47 kΩ. The graphs show both the forward path data (solid lines) and the backward path
data (dashed lines).
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For each sensor, the hysteresis was calculated, i.e., the maximum difference between
two values of the output corresponding to the same input, which is obtained during the
calibration cycle for increasing and decreasing values of the input (an example is shown
in Figure 19). Since theoretically also the test bench could provide a contribution to the
total amount of captured hysteresis, the hysteresis phenomenon will be addressed in the
following considering sensor and test bench as a whole, i.e., a sensor/test bench system.

According to the datasheet, commercial sensors have a tolerance of 30% and their
resistance ranges from 25 kΩ to 125 kΩ. To calculate the expected full scale output (FSO),
the difference between these two values was calculated, taking into account the tolerance
(thus using a range of 17.5–162.5 kΩ) and reported in terms of voltage:

FSO = Vin
Rmax

Rmax + R
−Vin

Rmin
Rmin + R

= 3.3 ∗
(

162.5
162.5 + 47

− 17.5
17.5 + 47

)
= 1.66 V (6)
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Figure 19. Example of a sensor hysteresis evaluation.

The maximum difference between the forward and backward paths of the characteri-
zation is obtained in the central part of the curves, for bending angles of approximately
40–60◦. For all the tested sensors, the maximum hysteresis falls in the interval 11–12% of
the FSO.

The repeatability of a sensor is the variability of its output when the same input value
is applied. Therefore, it is the maximum difference between the outputs of two calibration
cycles. For each sensor, the repeatability of the forward path and the backward path was
calculated. To assess which calibration cycles differed the most, the deviation between the
calibration curve and the average of all curves was calculated for each repetition. Once
these curves were identified, the sensor repeatability was calculated. Figure 20 shows an
example of deviation from the average curve in the backward path for a sensor in five
different tests. Figure 21 reports the repeatability evaluated for the same sensor, showing
the most significant comparison by comparing the most different calibration curves.
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Figure 21. Sensor 001 19 22: repeatability (backward path).

The greatest deviation occurs between the curves of tests 2 and 4. In this case the
repeatability is 97.1% FSO. Overall, the repeatability of sensor “001 19 22” is 96.3% FSO.

The linearity of a sensor is the maximum deviation of its characteristic curve from
a reference line. In this case, the line that best approximates the calibration curve of the
sensor, calculated by the method of least squares, was taken as the reference (Figure 22).
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For sensor “001 19 48”, the maximum deviation from the reference line is reached in
the backward path of test 3 (Figure 23). The linearity of the sensor is 93.2% FSO.
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Figure 23. Linearity of the sensor 001 19 48.

Table 3 summarises the results of the evaluation of repeatability and linearity of the
sensors and of hysteresis of the system sensor/test bench, whereas Tables 4 and 5 present
the detail of mean values and standard deviation for the measured angles and voltage
respectively, as detected in forward and backward paths. The boxplots of the gathered
data for both the paths are also presented: Figure 24 collects them for the measured angles,
whereas Figure 25 describes the voltage reference lines.

Table 3. Evaluated sensors’ repeatability and linearity and sensor/test bench hysteresis.

Sensor Hysteresis
[% FSO]

Repeatability
[% FSO]

Forward Path

Repeatability
[% FSO]

Backward Path

Linearity
[% FSO]

001 19 22 12.8 96.3 97.1 92.7
001 19 28 11.8 96.1 95.7 93.4
001 19 35 8.5 95.3 96.7 94.9
001 19 48 10.9 97.5 97.5 93.2
001 19 51 12.2 92.8 92 92.2
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Table 4. Mean and std of the angle values for each reached position, in the forward and backward path, for each sensor. Values in the table are expressed in degrees.

Sensor Path
Position

1 2 3 4 5 6 7 8 9 10 11 12 13 14 15 16 17 18 19 20

001 19 22
Forw.

mean 0 7.83 17.0 25.8 33.5 41.1 47.9 53.3 58.6 63.3 69.1 74.2 78.1 83.0 87.4 91.5 95.7 99.8 104.0 108.0
std 0 0.89 0.98 1.24 0.79 1.12 0.31 0.11 0.49 0.77 0.23 0.69 0.60 0.44 0.19 0.38 0.81 0.77 0.86 1.32

Backw.
mean 0 7.61 17.8 26.9 34.8 41.5 47.5 53.1 58.5 64.0 69.1 73.6 78.3 82.9 87.5 91.9 96.3 100.6 104.4 108.1

std 0 0.68 0.40 0.64 0.40 0.19 0.53 0.29 0.14 0.25 0.31 0.29 0.11 0.14 0.20 0.44 0.31 0.04 0.04 1.32

001 19 28
Forw.

mean 0 8.02 18.2 27.0 34.4 41.5 48.4 53.9 59.0 64.0 69.2 74.1 78.6 83.5 87.6 91.8 96.0 100.6 104.7 108.75
std 0 0.37 0.54 0.55 0.79 0.30 0.68 0.61 0.47 0.12 0.34 0.22 0.35 0.24 0.21 0.10 0.23 0.29 0.23 0.29

Backw.
mean 0 7.93 18.3 27.0 34.9 42.2 47.4 53.1 58.5 63.9 69.2 73.8 78.3 82.9 87.7 92.1 96.1 100.3 104.41 108.6

std 0 0.62 0.75 0.57 0.78 0.38 0.18 0.14 0.31 0.60 0.25 0.21 0.18 0.29 0.45 0.49 0.20 0.11 0.15 0.29

001 19 35
Forw.

mean 0 8.11 17.9 26.5 34.8 41.8 48.0 53.5 58.9 64.3 69.1 73.9 78.3 83.1 87.5 91.7 96.3 100.5 104.6 108.7
std 0 0.39 0.78 0.86 0.24 0.36 0.26 0.28 0.23 0.41 0.14 0.36 0.39 0.24 0.12 0.21 0.17 0.24 0.93 0.19

Backw.
mean 0 7.80 17.3 26.4 34.6 41.2 47.5 53.2 58.7 63.6 69.0 73.9 78.1 83.0 87.6 91.9 96.0 100.38 104.4 108.7

std 0 0.20 0.16 0.31 0.33 0.14 0.35 0.14 0.09 0.15 0.30 0.36 0.20 0.12 0.07 0.12 0.09 0.12 0.11 0.19

001 19 48
Forw.

mean 0 8.11 17.9 26.9 34.6 41.6 48.2 53.5 59.1 64.1 69.1 73.9 78.5 83.0 87.6 91.7 96.1 100.4 104.4 108.4
std 0 0.09 0.72 0.76 1.05 0.25 0.75 0.24 0.48 0.39 0.33 0.52 0.61 0.73 0.28 0.55 0.76 0.087 0.38 0.25

Backw.
mean 0 7.71 18.0 27.2 35.4 41.7 47.5 53.6 58.7 64.0 68.8 73.5 77.9 82.9 87.4 91.9 96.8 100.3 104.4 108.4

std 0 0.44 0.66 0.96 0.66 0.58 0.31 0.21 0.18 0.11 0.33 0.24 0.42 0.17 0.08 0.37 0.14 0.09 0.20 0.25

001 19 51
Forw.

mean 0 7.88 18.3 26.8 34.2 41.5 47.6 53.4 58.7 63.9 69.1 73.9 78.1 83.0 87.4 91.8 95.9 99.9 104.1 108.2
std 0 0.66 1.08 0.91 1.01 0.43 0.15 0.20 0.38 0.12 0.18 0.58 0.50 0.22 0.22 0.06 0.49 1.06 0.44 0.62

Backw.
mean 0 7.97 17.8 26.5 34.7 41.5 47.7 53.2 58.6 63.8 68.9 73.7 78.2 83.0 87.6 92.1 96.1 100.2 104.4 108.2

std 0 0.61 0.66 0.36 0.61 0.10 0.28 0.14 0.08 0.15 0.19 0.20 0.19 0.04 0.18 0.55 0.12 0.32 0.10 0.62
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Table 5. Mean and std of the voltage values for each reached position, in the forward and backward path, for each sensor. Values in the table are expressed in V.

Sensor Path
Position

1 2 3 4 5 6 7 8 9 10 11 12 13 14 15 16 17 18 19 20

001 19 22
Forw.

mean 1.44 1.59 1.71 1.80 1.88 1.95 2.01 2.04 2.07 2.10 2.13 2.17 2.19 2.23 2.27 2.29 2.31 2.33 2.34 2.35
std 0.01 0.01 0.02 0.02 0.02 0.02 0.01 0.01 0.02 0.02 0.01 0.02 0.02 0.02 0.02 0.01 0.02 0.01 0.01 0.01

Backw.
mean 1.44 1.51 1.57 1.64 1.71 1.77 1.82 1.86 1.91 1.95 1.99 2.03 2.08 2.12 2.17 2.21 2.25 2.28 2.31 2.35

std 0.02 0.01 0.02 0.02 0.01 0.02 0.01 0.01 0.01 0.01 0.01 0.01 0.02 0.01 0.02 0.02 0.01 0.01 0.02 0.01

001 19 28
Forw.

mean 1.27 1.36 1.45 1.53 1.59 1.65 1.71 1.74 1.77 1.80 1.83 1.86 1.89 1.93 1.96 1.98 2.01 2.03 2.04 2.06
std 0.00 0.01 0.01 0.01 0.01 0.02 0.02 0.02 0.02 0.01 0.01 0.01 0.01 0.02 0.02 0.02 0.02 0.02 0.02 0.02

Backw.
mean 1.28 1.31 1.34 1.39 1.44 1.49 1.53 1.57 1.61 1.65 1.69 1.73 1.77 1.81 1.86 1.90 1.94 1.98 2.01 2.06

std 0.02 0.01 0.02 0.02 0.01 0.02 0.01 0.01 0.01 0.01 0.01 0.01 0.02 0.01 0.02 0.02 0.01 0.01 0.02 0.01

001 19 35
Forw.

mean 1.33 1.39 1.45 1.51 1.56 1.60 1.64 1.66 1.69 1.72 1.73 1.76 1.79 1.82 1.85 1.87 1.90 1.92 1.93 1.95
std 0.01 0.02 0.01 0.02 0.02 0.03 0.02 0.03 0.03 0.03 0.03 0.03 0.03 0.03 0.03 0.03 0.03 0.02 0.02 0.02

Backw.
mean 1.33 1.36 1.38 1.41 1.44 1.48 1.51 1.54 1.57 1.59 1.62 1.65 1.67 1.71 1.75 1.79 1.83 1.86 1.90 1.95

std 0.02 0.01 0.02 0.02 0.01 0.02 0.01 0.01 0.01 0.01 0.01 0.01 0.02 0.01 0.02 0.02 0.01 0.01 0.02 0.01

001 19 48
Forw.

mean 1.33 1.43 1.52 1.60 1.67 1.73 1.78 1.82 1.86 1.89 1.92 1.96 2.01 2.05 2.09 2.13 2.16 2.17 2.19 2.20
std 0.01 0.01 0.02 0.01 0.01 0.01 0.01 0.01 0.01 0.01 0.01 0.01 0.01 0.01 0.01 0.01 0.01 0.01 0.01 0.01

Backw.
mean 1.34 1.37 1.41 1.47 1.53 1.57 1.62 1.66 1.71 1.75 1.79 1.83 1.88 1.94 1.99 2.04 2.09 2.12 2.16 2.20

std 0.02 0.01 0.02 0.02 0.01 0.02 0.01 0.01 0.01 0.01 0.01 0.01 0.02 0.01 0.02 0.02 0.01 0.01 0.02 0.01

001 19 51
Forw.

mean 1.28 1.38 1.47 1.54 1.60 1.66 1.70 1.75 1.78 1.82 1.85 1.89 1.94 1.99 2.03 2.06 2.08 2.10 2.12 2.13
std 0.02 0.02 0.03 0.04 0.03 0.03 0.04 0.04 0.04 0.04 0.04 0.04 0.04 0.04 0.04 0.03 0.03 0.03 0.04 0.04

Backw.
mean 1.30 1.33 1.36 1.40 1.45 1.49 1.53 1.57 1.61 1.65 1.69 1.74 1.80 1.86 1.92 1.97 2.01 2.04 2.08 2.13

std 0.02 0.01 0.02 0.02 0.01 0.02 0.01 0.01 0.01 0.01 0.01 0.01 0.02 0.01 0.02 0.02 0.01 0.01 0.02 0.01
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Figure 25. Reference lines for the sensor 001 19 22.

To compare the device behaviour in the forward and backward paths in terms of
position hysteresis, two-sample t-tests were done, for each reached position, to verify
the null hypothesis of data gathered from two populations with Equal Means, at the 5%
significance level.

The h- and p-values of the t-test for each position are collected in Table 6.
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Table 6. Null hypothesis results (h) and p values for the two-sample t-test of Equal Means, at the 5% significance level, in
the forward and backward paths.

Sensor
Position

1 2 3 4 5 6 7 8 9 10 11 12 13 14 15 16 17 18 19 20

001
19 22

h 0 0 0 0 1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
p 1.00 0.67 0.13 0.12 0.01 0.45 0.19 0.31 0.55 0.08 0.83 0.12 0.46 0.75 0.32 0.20 0.17 0.22 0.26 1.00

001
19 28

h 0 0 0 0 0 1 1 1 0 0 0 0 0 1 0 0 0 0 0 0
p 1.00 0.79 0.87 0.87 0.33 0.02 0.01 0.03 0.07 0.78 0.92 0.16 0.15 0.01 0.57 0.20 0.66 0.08 0.07 1.00

001
19 35

h 0 0 0 0 0 1 1 1 0 1 0 0 0 0 0 0 1 0 0 0
p 1.00 0.16 0.13 0.84 0.49 0.01 0.02 0.04 0.08 0.01 0.46 1.00 0.28 0.50 0.61 0.06 0.04 0.23 0.69 1.00

001
19 48

h 0 0 0 0 0 0 0 1 0 0 0 0 0 0 0 0 0 1 0 0
p 1.00 0.09 0.94 0.64 0.18 0.81 0.14 0.05 0.10 0.54 0.24 0.14 0.11 0.85 0.08 0.49 0.75 0.01 0.88 1.00

001
19 51

h 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
p 1.00 0.83 0.45 0.60 0.43 0.90 0.55 0.16 0.57 0.83 0.09 0.61 0.72 0.75 0.39 0.29 0.42 0.54 0.14 1.00

4. Discussion
4.1. Literature Overview on Flex Sensors’ Characterization

Electrical quantitative characterization of RFSs is necessary as manufacturers generally
do not provide it. In literature different methods have been referred to which are classifiable
in manual, partially automated and fully automatized. A brief overview of the main
solutions adopted is reported in this subsection.

Manual methods are based on different approaches: in [50] the sensor is fixed entirely
on an angle gauge by a clamp; in [49] a traditional goniometer is used; in [10] the flex
sensor is wrapped around a cylinder with a fixed diameter; in [3] a wooden made frame
with a manual goniometer as a reference is used.

Partially automated approaches are described: in [28] where the actual bending angle
during the calibration is detected by using an external electromagnetic sensing positioning
system, considered as the ground truth (GT); in [44] a 3D printed mechanical testbed is
used, with three different diameters, with an IMU and an incremental encoder. Fully
automated solutions are described in [51] with a hinged joint that is able to rotate through
a stepper motor which actuates one wing with respect to the other which is fix constrained,
for the characterization with fixed radius of curvature; in [43] a pushed/pulled sliding
trolley on a linear guide moved by a stepper motor allows variable radius of curvature
characterization.

Table 7 collects the articles mentioned above, highlighting tools, methods and results
in a synthetic way, as regards the characterization of the sensors.



Electronics 2021, 10, 2994 22 of 27

Table 7. Synthetic view of tools, methods and results related to the characterization of commercial bending sensors of related works in literature. A: Characteristic; B: maximum range;
C: linearity; D: resolution; E: repeatability; F: accuracy; G: sensitivity; H: hysteresis.

Reference
Calibration

Sensors A B C D E F G HType Method

[50] Yao C., 2020 Manual Angle gauge 2,2” Spectra Symbol R vs. angle −30◦~+70◦ 0.5◦ 2.0–2.3 count/◦
Angles of −30◦

and 30◦ for
100 times

[49] Oess N.P.,
2010 Manual Traditional goniometer Flexpoint Inc. V vs. angle 0–135◦

Between 0% and
1.3% (one joint

closing and
opening cycle)

[10] Abro Z.A.,
2019 Manual Different cylinders with

fixed diameter
Flex sensor length

110 V vs. angle Second-order
polynomial

[3] Saggio G.,
2014 Manual

Wooden made frame with
a Vicon System and a

manual goniometer as a
reference

Cylindrical flexible
polymer component

(Images Scientific
Instruments)

R vs. angle
Resistance vs. angle
relationship is not

linear, but quadratic
5.82 ± 1.93◦

[28] Gerboni G.,
2017

Partially
automated

External electro magnetic
sensing positioning

system
Flexpoint Inc. V vs. angle 1.8◦ 5.8%

[44] Sanca A.S.,
2018

Partially
automated

3D printed mechanical
testbed is used, with three
different diameters, with

an IMU and an
incremental encoder

Spectra Symbol R vs. angle 1.5◦ qualitative

[51] Saggio G.,
2012 Fully automated

Test bench with stepper
motor for characterization

with fixed radius of
curvature

Flexpoint Inc.,
2 and 3 inch R vs. angle Linear characteristic

beyond 40◦

[43] Orengo G.
2013 Fully automated

Linear guide moved by a
stepper motor for variable

radius of curvature
characterization

Flexpoint Inc.,
2 and 3 inch

Sheet resistance
vs. curvature

radius
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4.2. Results Analysis

The maximum difference between the forward and backward paths of the characteri-
zation is obtained in the central part of the curves, for bending angles of approximately
40–60◦. For sensors “001 19 28”, “001 19 48”, “001 19 51” the sensor/test bench hysteresis is
around 11–12% of the full scale output. Sensor “001 19 22” has a similar behaviour, but
in test 3 the hysteresis is close to 13% FSO, whereas with sensor “001 19 35” the lowest
hysteresis is achieved: 8.5% FSO.

The repeatability of the tested sensors is quite high, and it is around 95–96% of the full
scale output for sensors “001 19 22”, “001 19 28” and “001 19 35”. The “001 19 48” sensor
has a higher repeatability than the others, 97.5% FSO, whereas the “001 19 51” sensor has
the lowest: 92% FSO.

The linearity of the tested commercial sensors is around 93% of the full scale output,
except for the “001 19 51” sensor for which it is a little lower and the “001 19 35” sensor
which has a linearity value of almost 95% FSO.

The realized device therefore allows a rapid and effective characterization of the
sensors and in addition to the characteristic curve, it also allows estimating in a simple and
easy way repeatability, linearity and hysteresis.

Considering these results, a preliminary validation is confirmed, based on the compar-
ison between the results obtained on the commercial tested sensors (in terms of linearity
and repeatability) and values referred to in literature [1,42] for sensors with the same
constructive characteristics. Instead, a comparison with data provided by the manufac-
turers is not possible, since the datasheets of the components do not report the linearity
and repeatability values. Focusing on the hysteresis, neither characterization results in
literature nor datasheets have been found to compare with from this point of view. There-
fore, it can be said that the extrapolation of sensor hysteresis from experimental tests
represents an original aspect of the work. On the other hand, it is therefore not possible to
obtain a preliminary validation of the goodness of the test bench for the estimation of this
characteristic.

In order to be able to use the sensors, it is necessary to have a single interpolating
curve that approximates well the forward and backward curves of all the tests done. For
this reason, for each sensor, the average of the forward curves of each test and the average
of the return curves were calculated. An example for a sensor is shown in Figure 26.
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From the results of the statistical analysis of the angle values distribution in different
repetitions, it emerged that the maximum standard deviation is 1.32◦ (about 1.2% of the
maximum angle value) for both the forward and backward path. This result is very positive,
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as it reveals that the repeatability of positioning is good and it is absolutely adequate for
most applications for which bending sensors are normally used.

The null hypothesis of the t-tests to compare the angle mean values between the
forward and backward path in each position was verified in most cases; in fact, it is not
verified only in 12 positions out of 100. The p-values are quite good, and overall it can be
said that the device movement does not have a significant hysteresis between the forward
and backward path.

As can be seen in Table 5, the maximum standard deviation in the voltage measure-
ment is 0.0439 V (about 2% of the maximum voltage value) for the forward path and
0.0198 V for the backward one. For the voltage the measures dispersion is higher than for
the angle. It is a reasonable result, since the dispersion on the angle also propagates on the
voltage measurement; however, it is a relatively low value.

5. Conclusions

Based on the literature review on flexion sensor characterization (Section 4.1), the
developed test bench has features that make it unique and innovative.

Manual or partially automated characterization solutions are inaccurate and require
time-consuming procedures. Few fully automatic devices are reported in literature and not
one allows a characterization both for fixed and variable radius of curvature.

Instead, the presented device can be theoretically used for characterizing sensors
with fixed and variable radius of curvature. The case of sensors used with fixed radius of
curvature was tested, whereas the variable radius case will be the object of a future work.
Furthermore, the device can mount different types of sensors, by changing the geometry
of the sensor carrier sheet and obtaining it quickly with 3D printing. In principle, given
the kinematics of the system, the device could be also used for the characterization of
deformation sensors, once it provides the proper modifications to the support foil and to
the programming. This functionality is also not possible in the automatic bending sensor
characterization systems described in the literature. The operations of repetition of the
tests, of acquisition and of subsequent reprocessing of the results are automated and can
be carried out with significant rapidity. The bench can be reproduced quickly and at a
significantly lower cost.

The performed characterization of commercial sensors has obtained results that are
absolutely consistent with the performance of these sensors in terms of linearity and
repeatability, and this is a good indicator of the suitability of the test bench for the purpose
for which it was designed and built. Instead, the execution of the hysteresis characterization
of the sensors is an original contribution of the work. Nevertheless, a rigorous validation
of the device is still needed, to state this certainly.

The statistical analysis of the angle values distribution confirms a good repeatability
of the positioning and a very low hysteresis between the forward and the backward path.

The use of the test bench also made it possible to verify its significant simplicity of use
and the speed in replacing the sensors and carrying out tests on each sensor.

As it can be seen from Table 7, in literature there are few works relating to the
characterization of bending sensors. Hence, the development of an automatic system that
allows an effective and rapid characterization represents an important contribution to
improve the state of the art on this issue.

With reference to the constructive aspects of the test bench, the choice of the material
that constitutes the foil for the positioning of the sensors and its geometry are very impor-
tant for a correct characterization of the sensors. In particular, for the case of a fixed radius
of curvature, an excessive stiffness of the sheet due to the material or an excessive thickness
can cause a gap between the sheet and the V-shaped structure (Figure 8). This raises two
major issues: first, the radius for this application may depend on the lamina material and
form factors as well as the sensor itself and may differ from the radius predefined from the
test-bench (V-structure) design, and second, this implementation can introduce inherent
hysteresis that can superimpose hysteresis of the sensor itself. For this reason, within the
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article the detected hysteresis values have been referred to in the sensor/test bench system
and not in the sensor itself. Further investigation work must be carried out to identify the
possible hysteresis contribution introduced by the test bench and to reduce it if it proves to
be significant. Furthermore, the support foil should be changed to use the test bench for
the characterization of strain sensors. In fact, compared to those described in the article, a
change in the material and in the fixing method should be envisaged. The new/specific
support foil could be, for example, made of silicone rubber, with an adequate hardness
value, and it is reasonable to expect that this aspect could represent the most sensitive
issue to obtain adequate elongations. In fact, the maximum strokes that can be obtained
will mainly be determined by the characteristics of the foil material, as the actuator has a
significant stroke and therefore does not constitute a limitation.

Future developments of the presented work are: validation of the device, testing
for the characterization of sensors used with variable radius of curvature, adaptation of
the device to the characterization of extensible sensors, testing of the device on sensors
with geometry and structural characteristics different from those considered, testing of the
device for the characterization of sensors actually used in a biomedical device to verify
its effectiveness in the field, implementation of functions in the software that automate
all the analysis operations of the performed measurements and finding a solution to the
problem of the alignment of the lamina with the V-structure previously described, possibly
inserting elastic elements (springs) to keep the lamina close to the rigid V-structure.
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